Surgical management of a penetrated greenfield inferior vena cava filter.
This is a case report of an IVC filter penetration identified during lymph-node dissection for endometrial carcinoma. Although the spread strut put the adjacent abdominal aorta in danger of penetration, surgical removal of the filter could not be performed because there was still an increased risk of pulmonary embolism. Instead of IVC interruption, we used a wrapping technique as a prophylaxis against major bleeding complication due to IVC filter dislocation and recurrent pulmonary embolism.